Human papillomavirus (HPV) plays a key role in the development of cervical and laryngeal cancers. The aim of our study was to compare the performance of a new hydrogel-based HPV genotyping biochip assay (Biochip) to a commercially available and CE-marked conventional PCR followed by reverse hybridization (GenID-PCR). One hundred twenty-three samples were available for the study. Of these samples, 101/123 were gynecological swabs, 8/123 were swabs or biopsy samples of genital warts, 7/123 were biopsy samples of otorhinolaryngeal lesions, 5/123 were samples of skin warts, and 2/123 were samples of orolabial abnormalities. These molecular methods for HPV genotyping showed comparable sensitivity and specificity. However, 19/123 of the results were discrepant. Specifically, Biochip showed better performance in the detection of multiple infections, especially when more than one high-risk genotype was present. Due to the different probe configurations used in the two assays, GenID-PCR achieves only group-specific detection of many HPV genotypes, whereas Biochip allows for specific identification. Overall, the newly developed HPV chip system (Biochip) proved to be a suitable tool for HPV detection and genotyping; it also proved to be superior for establishing HPV genotyping methods.
Persistent infection with human papillomavirus (HPV) is now well known to play the key role in the development of cervical carcinoma, which is the second most common malignancy in women worldwide. Certain HPV genotypes have been shown to be associated with a high risk for carcinogenesis. HPV type 16 (HPV-16) and HPV-18 are responsible for more than 70% of cervical carcinomas, whereas other high-risk genotypes (HPV-31, -33, -45, -52, -58, and others) are found less frequently (34, 38, 39) .
Due to the high negative predictive value of a negative HPV test result combined with negative cytology results, it is expected that, in the future, DNA testing will complement cytology in routine gynecological screening, thus enabling the development of a more cost-efficient screening program with expanded intervals between patient visits (11) . For women with low-grade squamous intraepithelial lesions or atypical squamous cells of undetermined significance, HPV testing is an important requirement for triage strategies (3, 32) . Since a significant proportion of HPV infections, including high-risk genotypes HPV-16 and -18, are cleared within several months by the immune system, single detection of HPV DNA alone is not sufficient to predict cancer development, especially in younger women (5) . Consequently, the ability to genotype at least the most common high-risk HPV strains, i.e., and -18, in order to distinguish persistent infections with the same genotype from subsequent infections with other HPV genotypes is an important feature of modern HPV assays (16, 33) .
In the last 2 years, we have seen a breakthrough in the prevention of HPV infections. Much of the progress is the result of immunological studies that have paved the way for development of the first effective preventive vaccines (9, 25, 35, 37) . Since the vaccines presently being marketed are considered effective only in a preventive and not in a therapeutic setting, a highly sensitive and specific diagnostic tool for HPV genotyping is required to exclude active HPV infection before vaccination (10) .
Furthermore, a versatile tool for HPV genotyping will be useful for monitoring epidemiologic consequences following broad clinical use of HPV vaccination, i.e., long-term protection against genotypes included in the vaccine, cross-protection against certain other genotypes, and a potential shift in the prevalence of genotypes not covered by direct or cross-protection.
Traditional methods for HPV detection, e.g., cytological and immunological methods, show low specificity and sensitivity. Currently, molecular methods, including nucleic acid hybridization and PCR, are most frequently used for HPV detection (18, 30) . However, there is an inherent danger of false-positive results due to unspecific amplification, as well as false-negative results due to variations in primer-binding sites in the target region of the virus, which decrease the amplification efficiency of some HPV genotype sequences. In addition, HPV genotyping requires either genotype-specific PCR or subsequent laborintensive procedures, such as sequencing and hybridization. These methods exhibit difficulties in identifying all HPV genotypes present in multiple infections (36) .
Recently, the first studies have been reported involving the genotyping of HPV with genotype-specific oligonucleotides and DNA microarray analysis (1, 2, 7, 12, 13, 14, 15, 19, 20, 22, 23, 24, 27, 28, 31) . HPV chip technology offers advantages both in the detection of multiple infections and in sensitivity (T. Brandstetter, S. Böhmer, O. Prucker, E. Bissé, A. zur Hausen, J. Alt-Mörbe, and J. Rühe, submitted for publication).
In this study, we compared a new polymer-based DNA biochip assay (Biochip) for HPV detection and genotyping (Brandstetter et al., submitted) to a CE-marked commercially available PCR kit that includes reverse hybridization of PCR amplicons on nitrocellulose membrane strips (GenID-PCR), using clinical samples (cervical swabs, tissue biopsy samples, and others). Genetic sequencing served as a reference standard in case of divergent results from the two methods.
MATERIALS AND METHODS
Sample collection and isolation of nucleic acids. A total of 123 nonselected clinical samples sent to the Department of Virology at the University Medical Center Freiburg for routine HPV diagnosis were prospectively included in the study. All the samples were immediately stored at 4°C until further processing and underwent nucleic acid isolation procedures within 1 to 2 working days.
Cervical swabs were taken with special brushes (Duo-Brush; Laboratoire C.C.D., Paris, France), and the head of the brush was released and submerged in 2 ml of methanol containing sample fixation medium (Laboratoire C.C.D., Paris, France) for transport to the laboratory at ambient temperatures. To release attached cells prior to nucleic acid isolation, the tube containing the fixation medium and the brush head were thoroughly vortexed. Two milliliters of cell suspension was transferred to a 2-ml reaction tube and washed twice for 2 min by centrifugation at 14,000 rpm, followed by removal of supernatant and resuspension of the pellet in 1 ml of phosphate-buffered saline. After the second washing step, the pellet was resuspended in 200 l of phosphate-buffered saline and used for DNA isolation with the Qiagen DNA blood minikit (Qiagen, Hilden, Germany) according to the manufacturer's instructions (protocol for viral DNA with elution in 60 l of preheated buffer AE).
Tissue biopsy samples were sent to the laboratory in sterile isotonic NaCl solution. A maximum of 5 mm 3 tissue was cut into small pieces with a single-use scalpel in a sterile petri dish. Fragments were transferred into a 1.5-ml reaction tube, and 180 l of lysis buffer ATL (Qiagen, Hilden, Germany) and 20 l proteinase K (Qiagen, Hilden, Germany) were added before the reaction mixture was incubated at 60°C overnight or until complete lysis occurred. The solution was subsequently used for DNA isolation with the Qiagen DNA blood minikit as described above, but omitting the addition of protease during the procedure.
Superficial skin swabs were transported in sterile isotonic NaCl solution. Attached cells were vigorously resuspended by vortexing prior to nucleic acid isolation. A total of 200 l of the cell suspension was processed with the Qiagen DNA blood minikit (protocol for viral DNA) according to the manufacturer's instructions.
Purified viral and cellular DNA was immediately frozen in two aliquots of 30 l each and stored at Ϫ20°C until PCR amplification. One of these aliquots was used for routine HPV diagnosis with the commercially available GenID-PCR.
Amplification procedure for Biochip. All the DNA samples used in the present study were prepared at the Department of Virology at the University Medical Center Freiburg. A minimum of 200 ng total DNA was used for HPV genotyping. A pair of oligonucleotide primers specific for consensus sequences within the late 1 (L1) regions of all known HPV was applied. The sequence of the sense primer was 5Ј-TRT TTG TTA CTG TKG TWG ATA C-3Ј (TAGAT 5.2, in-house primer), and that of the antisense primer was 5Ј-CptGptTpt CptCptH ARR GGW AYT GAT C-3Ј (MY09) (31) , producing a PCR product of nearly 405 bp (genotype-specific length variation). The antisense primer had phosphothionate primer modifications (indicated by lowercase letters) of the first five nucleotides at the 5Ј end, protecting the antisense PCR strand from exonuclease digestion.
The PCR was performed in a 0.2-ml vial (Biozym, Hessisch Oldendorf, Germany) using a Primus 25 advanced system (MWG Biotech, Ebersberg, Germany), containing 1ϫ buffer (Qiagen, Hilden, Germany), 4 mM MgCl 2 (Qiagen, Hilden, Germany), a nucleotide mix (dATP, dCTP, and dGTP, 300 M each; Amersham, New Jersey), biotin-11-dUTP (30 M; Fermentas, St. Leon-Rot, Germany), dTTP (80 M; Amersham, New Jersey), the primers (1 M), and the HotStarTaq polymerase (0.1 U/l; Qiagen, Hilden, Germany). The total reaction volume used was 50 l. After activating the polymerase with incubation for 15 min at 95°C, 50 cycles were performed for 1 min at 95°C, followed by annealing at 53°C for 1 min and elongation at 72°C for 1 min. A final elongation was performed for 10 min at 72°C before cooling down to 4°C.
To obtain single-stranded PCR products on the chip, PCR products were digested with a T7 gene 6 exonuclease (70025Z; USB). Therefore, the sample was mixed with 5ϫ digestion buffer and 50 U of T7 gene 6 exonuclease (USB, Ohio), then incubated for 15 min at 37°C, and finally denatured at 95°C. After immediately cooling down the sample with Ϫ20°C precooled ethanol, it was mixed in equal parts with 200 mM NaPi buffer (a mixture of disodium hydrogen phosphate and sodium dihydrogen phosphate, pH 7.0). The sample with at least 30% single-stranded antisense PCR product was then used for analysis with Biochip.
Biochip: description of assay. A total of 63 probe sequences with 5Ј modifications of 15-mer thymine tails (high-performance liquid chromatography purified; TIB Molbiol, Berlin, Germany) were printed in four equal subarrays (two by two) using the sciFlexarrayer S5 (Scienion AG, Berlin, Germany). The oligo probes were spotted at a concentration of 20 M in a spotting solution consisting of 400 mM NaPi on commercially available surfaces. The spotting solution contained, in addition to buffer salt and DNA, 1 mg/ml polymer. The printing temperature used was 22°C, with a humidity of 60 to 65%. The spot volume used was about 0.8 nl per dot, resulting in a spot diameter of about 175 m. The spot spacing was chosen as 350 m, and the spacing of 500 m of the subarrays was 500 m. The printing procedure was done with a 384-well plate. The printed arrays were annealed for 1 h at 70°C, followed by photo-cross-linkage at 254 nm with 1.25 J. After preparation, the samples were stored at room temperature. The subarray design is shown below (see Fig. 3A ). Three oligo probes target one HPV genotype. The HPV PCR product of about 405 bp, whose length depends on the HPV genotype, carries three heterogeneous domains in the L1 region of the HPV genome. These domains can be used for identifying the HPV genotypes. Twelve HPV genotypes were selected for analysis by this HPV chip. The probes were surrounded by methodical controls, such as a negative control containing only spotting solution, which allows us to measure the background, one negative control containing a sequence of the human leukocyte antigene gene DRB1 (NCHL), one detection control containing a 3Ј-biotinylated oligonucleotide probe, a dilution line of hybridization control for an HPV-positive control, which consisted of a universal antisense HPV sequence of the L1 region, a dilution line of a coupling control (oligo probe with a 3Ј Cy5; highest concentration, 0.25 M), and finally, a recalibration control of the chip (a ␤-globin sequence). All oligonucleotide probes employed by Biochip are listed in Table 1 . The main handling steps of the method are illustrated in Fig. 1 .
Biochip handling and detection. The chips were placed in a chip reader consisting of a laser, a flow cell chamber, and a charge-coupled-device (CCD) camera ( Fig. 2) (21) . In the flow cell, the hybridization progress of the molecules can be observed from the liquid phase to the immobilized oligonucleotides on a transducer surface. The excitation of fluorochromes is realized with a semiconductor laser. The fluorescence emission was collected by the cooled CCD camera. The chip was mounted in such a way that a homogeneous evanescent illumination of the active area of the sensor surface was achieved. Before hybridizing the DNA on the chip with the labeled analyte DNA (labeled singlestranded PCR amplicons), the fluorescence of the chip was measured at 30, 60, and 90 s under dry conditions. Once filled into the flow cell of the reader, the sample was hybridized over the array for 20 min. Next, the sample was removed. The chip was washed with 3 ml of 100 mM NaPi, which was slowly drawn through the cell. After being dried with air/nitrogen, the chip was incubated with streptavidin-Cy5 (PA 45001, diluted 1:200 in 100 mM NaPi; GE Healthcare, Munich, Germany), detecting the biotin-labeled PCR amplicon. In the next step, the chip was washed with 3 ml NaPi buffer solution to remove unbound streptavidin-Cy5. Exposure times between 30 and 90 s were chosen for the readout. A software package designed in-house for the determination of HPV genotypes was used.
HPV detection and genotyping by GenID-PCR. In brief, the HPV amplification and HPV detection kit (GenID, Strassberg, Germany) contains two biotinylated primer pairs (PN-I and PN-II), targeting a 145-bp fragment of the HPV L1 gene, for two separate conventional PCRs. In addition, a primer pair specific for the human housekeeping gene GAPDH (glyceraldehyde-3-phosphate dehydrogenase) is included in the reaction mixture PN-I to control for adequate content of cellular DNA. Following PCR amplification, reaction products from PN-I and PN-II are mixed and used for hybridization with HPV-specific oligonucleotide probes immobilized on a nitrocellulose strip in the HPV genotyping kit. Streptavidin-coupled alkaline phosphatase binds to the captured, biotin-labeled amplification products. After addition of BCIP-NBT (5-bromo-4-chloro-3-VOL. 47, 2009 COMPARISON OF BIOCHIP TO GenID-PCR 1429
indolylphosphate-nitroblue tetrazolium) as a colorigenic substrate, the band pattern can be analyzed. Each strip holds control bands for conjugate addition and nucleic acid isolation, as well as amplification (GAPDH). A polyspecific HPV band indicates the presence of HPV DNA from any of the covered genotypes, whereas the high-risk HPV band comprises high-risk genotypes (HPV-16, -18, -31, -33, -35, -39, -45, -51, -52, -53, -56, -58, -59, -66, -68, -73, and -82), and the low-risk HPV band represents low-risk genotypes (HPV-6, -11, -40, -42, and -44). Single-specific bands are included for HPV-16 and -18 as the most frequent causes of cervical carcinoma, as well as for HPV-45, -6, and -11, the latter two of which cause genital warts (condyloma acuminata). Group-specific bands represent high-risk HPV genotypes 31, 33, 35, and 39 (3X) and high-risk HPV genotypes 51, 52, 53, 56, 58, and 59 (5X).
Sequencing. PCRs were separated on a 1.8% (wt/vol) agarose gel, and fragments were excised under UV light with 365 nm and purified with the Qiagen MinElute gel extraction kit (Qiagen, Hilden, Germany). Fragments were eluted with 12 l H 2 O, and 6 l was subjected to sequence analysis using the fluorescein-labeled forward primer with the SequiTherm Excel II sequencing kit by 
RESULTS
In total, 123 nonselected samples were analyzed by both methods. The majority of the samples (82.1% [101/123]) consisted of gynecological swabs (99 cervical swabs and 2 vaginal swabs). Of these, 25.7% (26/101) were taken after previous therapy (i.e., cervical conization, laser treatment, etc.) due to cytological or histological abnormalities. Of the remaining samples, 6.5% (8/123) were biopsy samples or swabs from patients with diagnosed or suspected genital warts (condyloma acuminata), 5.7% (7/123) were biopsy samples from otorhinolaryngeal sources (three were laryngeal, two palatal, one epiglottal, and one unknown), 4.1% (5/123) were dermal biopsy samples or swabs from skin warts, and 1.6% (2/123) were orolabial swabs or biopsy samples (Table 2) . Figure 3 shows representative assay results as exemplified for an HPV-6 monoinfection (Fig. 3B) and a triple infection with HPV-18, -31, and -6 (Fig. 3C) . In the latter case, HPV-31 was detected only by Biochip. A total of 33.3% (41/123) of all FIG. 1. Biochip handling procedure. After DNA preparation from various samples, the labeled specific PCR for the L1 region of the HPV genome takes place. To optimize hybridization conditions, the PCR amplicon is reduced to a single strand by exonuclease digestion. Hybridization of the labeled amplicon and staining of the hybridized PCR amplicon at a dilution of 1:200 with streptavidin-Cy5 in a flow cell are followed by a fluorescence readout. (4) is coupled into the plastic microarray substrate (1) so that total internal reflection occurs. An evanescent field travels along the surface, allowing fluorescence excitation to occur. The substrate serves as a wave guide, which allows detection of the interaction between the immobilized probes (2) and the labeled DNA in the flow cell (3). A CCD camera (7) with its filter (8) detects the fluorescence intensities. The cooling system (5), with a Peltier element (6) behind it, regulates the temperature of the hybridization solution. Major errors, defined as failure to detect infection with highrisk HPV genotypes, were seen with equally low frequency in the two methods. In 4 of 123 cases (3.3%), a high-risk genotype infection was detected only by the GenID-PCR. Three (2.4%) infections with high-risk HPV genotypes were detected only by Biochip, and Biochip detected a coinfection of two high-risk genotypes in two (1.6%) samples, whereas only one high-risk genotype was detected by GenID-PCR (Table 3) .
FIG. 2. Technical details of the Biochip reader. Monochromatic light
A total of 60.1% (74/123) of the samples tested negative with both methods. A total of 5.7% (7/123) of the samples showed no GAPDH band on the GenID-PCR, leading to an invalid test result, but produced a positive ␤-globin signal on Biochip. Only one sample, a superficial swab taken from a genital wart, failed to produce either a GAPDH band or a ␤-globin signal.
For calculation of overall assay agreement, a total of 115 samples evaluable by both methods were used. Detection of an HPV genotype in one assay that was not covered by the other was not assessed as being discordant. Consequently, 87.8% (101/115) of the samples produced identical results in the two assays.
High-risk HPV genotypes were detected in 30 samples (24.3%), i.e., 29 cervical swabs and 1 skin swab. Six cases of a double infection and one case of a triple infection with different genotypes were identified, five of which involved a combination of two different high-risk genotypes. The most frequently occurring high-risk genotype was HPV-16, which was detected in 12 samples (10 with previous therapy, abnormal cytology, or pathology results), followed by HPV-45 (3 samples) and HPV-18 (2 samples). Genotypes from the HPV 3X group (genotypes 31, 33, 35, and 39) were found in seven samples, and those from the HPV 5X group (51, 52, 53, 56, 58, and 59) were found in five samples. One high-risk genotype that was not further typeable by GenID-PCR was found in a skin swab.
Low-risk genotypes were detected in 20 samples (16.2%). The most frequently detected low-risk genotype was HPV-6, and it was found in 11 samples (7 cervical swabs, 1 genital wart sample, 3 laryngeal papillomatosis samples). Other low-risk genotypes with genotype identification were HPV-11 (genital wart sample), HPV-43 (cervical swab, Pap IIID; coinfection with HPV 53), HPV-57 (skin wart sample), HPV-62 (cervical swab, Pap IIID), HPV-84 (Pap IIID/CIN3 after LASER treatment), and HPV-90 (cervical swab, Pap IIID). Three low-risk HPV infections were detected by the GenID-PCR without specific genotype identification (Table 4) .
DISCUSSION
In modern laboratories, it is essential that assay techniques are compatible with routine work flow. Procedures employed for isolation of viral DNA were identical in the two methods under investigation here. Furthermore, the time and effort needed to pipette for a conventional PCR, for amplification of the target DNA, and for the hands-on genotyping reaction are comparable. In the case of Biochip, the HPV genotyping procedure requires 60 min after amplification, including singlestranded digestion, hybridization, washing, and staining steps. Except exonuclease digestion, all handling steps and incubations take place in the Biochip reader, which consists of a hybridization flow cell (Fig. 2) . A specially developed HPV 
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a Boldface indicates high-risk HPV genotypes; HR, high-risk genotypes (no specific genotype determinable by GenID-PCR); LR, low-risk genotypes (no specific genotype determinable by GenID-PCR).
b HPV genotypes not covered by GenID-PCR but showing a positive signal (not genotype specific) using Biochip. These genotypes were determined by sequencing. samples can be analyzed within 3 h. The GenID-PCR uses reverse hybridization of the biotin-labeled amplification products to genotype-specific DNA probes immobilized on a nitrocellulose strip, followed by detection of the captured amplicons by a chromogenic reaction mediated by streptavidin-coupled alkaline phosphatase. This procedure requires manual pipetting steps, incubation periods in a heater/shaker water bath, and several washing steps on a shaker. In total, about 3 h are also needed to process 12 samples. However, automation of the genotyping reaction for the GenID-PCR is possible by use of a programmable blot robot, e.g., the Tecan ProfiBlot (Tecan, Mainz, Germany). Since the hybridization temperature must be kept strictly at 47°C, with a maximum deviation of only 0.5°C according to the manufacturer's instructions, a heatable unit with accurate temperature control is necessary.
In this study, we compared the results obtained by the newly developed multiplex Biochip to those obtained by GenID-PCR, a commercially available CE-marked test kit for the detection and genotyping of HPV. A total of 123 prospectively collected samples were available for comparison, representing the unselected sample population sent to our routine laboratory.
In summary, the two methods showed good interassay agreement, with 87.8% identical results. Major errors, defined by failure to detect a high-risk HPV genotype, occurred with equally low frequency in the two methods, without a clear preference for certain genotypes or source materials. Considering the slightly different panels of low-risk genotypes covered, the overall low number of discrepant results indicates a comparable analytical sensitivity for the two assays (Table 3) . However, genetic sequencing, used as a gold standard for genotype determination, revealed a higher analytical specificity for Biochip.
Likewise, the two methods showed equal performance in detecting double infections (Table 3) . We found one case of an assumed triple infection, which was detected only by Biochip. Thus, it can be speculated that due to the technically different nature of chip detection, Biochip might have an advantage in the identification of multiple infections involving more than two different genotypes. Interestingly, in a previous study comparing the GenID-PCR to the INNO-LiPA (line probe assay) kit (Siemens Medical Solutions Diagnostics, Leverkusen, Germany), which is also based on the reverse hybridization principle, the INNO-LiPA kit detected more high-risk infections than the GenID-PCR assay (17, 29) .
Biochip is coated with sets of probes specific for a number of single HPV genotypes. In contrast, due to limited space on the hybridization strips, GenID-PCR combines multiple different genotypes in group-specific bands for the detection of high-risk HPV groups 3X and 5X. This strategy might cause problems in subsequent transient infections with high-risk genotypes of the same group, since an HPV-31 infection, for instance, which has cleared and is followed by HPV-33, would be interpreted as persisting by the GenID-PCR. It is well known that only persistent infections with the same high-risk genotype are at risk for cancer development (16) . In this respect, Biochip offers a technical advantage, due to fewer restrictions for the absolute number of spots for individual genotype identification.
In agreement with published data, in our study, HPV-16 was the high-risk genotype identified most frequently, followed by HPV-45 and HPV-18. HPV-18 is commonly referred to as the second most common genotype in high-grade cervical lesions (34) . The relatively low prevalence of HPV-18 in our study might be explained not only by the limited number of samples but also by an additional sampling bias. In Germany, HPV testing with cervical swabs is mostly used for the triage of atypical squamous cell of undetermined significance or lowgrade squamous intraepithelial lesion findings (4), whereas high-grade lesions are surgically excised by cervical conization, and subsequent HPV testing is then performed with the excised tissue in a pathology laboratory. Hence, in our study cohort, recent high-grade lesions might be underrepresented.
The specificity of Biochip was achieved using 35-to 38-bp synthesized oligonucleotides specific for the 12 HPV genotypes studied (Brandstetter et al., submitted). To improve the PCR process carried out before Biochip analysis, we designed a new sense primer called TAGAT 5.2, which detected all 12 HPV genotypes without any loss in specificity or sensitivity compared to MY11 (data not shown). To achieve the best differentiation ability among these 12 HPV genotypes, all the oligonucleotides selected contained more than four mismatches within the corresponding heterogeneous gene loci. The PCR product of the L1 region captured three of these heterogeneous gene loci, with one oligonucleotide for each HPV genotype. In multiple infections, the amounts of type-specific PCR products can be lower due to competing amplification reactions. Together with the differences in binding affinity of detection probes, this occasionally results in fluorescence patterns with only two of three genotype-specific spots showing positive signals (HPV-6, -18, and -31) (Fig. 3C) . Statistically, a minimum of two specific probes are necessary for distinct genotype identification in order to avoid false-positive results. Hence, in the case of Biochip, successful HPV genotyping is ensured, even in the presence of multiple infections with closely related HPV genotypes. In addition, high yields of HPV PCR amplification products from clinical samples, which potentially result in unspecific bindings, do not induce crosshybridization in Biochip (data not shown).
According to a study on geographic variation in the prevalence of HPV genotypes in cervical cancer, HPV genotypes 16 and 18 are causative in 71% of cervical cancers worldwide (8, 26) . The 15 most common genotypes for CIN and/or cervical carcinoma, in descending order of frequency, are 16, 18, 45, 31, 33, 52, 58, 35, 59, 56, 39, 51, 73, 68, and 66 (4) . Based on this prevalence study, Biochip can detect approximately 85% of high-risk infections worldwide. According to a study by Castellsagué et al. (6) , the probes printed onto Biochip cover the sequences of more than 95% of all cancer-relevant infections worldwide.
In conclusion, Biochip proved to have good usability in a routine diagnostic laboratory. Consequently, this HPV chip could become a suitable tool for routine diagnostic laboratories. Furthermore, it showed advantages in specific genotyping, especially in the case of certain genotypes for which only group-specific detection is achieved in GenID-PCR (HPV 3X and HPV 5X), as well as for multiple infections with more than one high-risk genotype. Further investigations, especially with paraffin-embedded samples, must be done to extend the capability of this biochip platform.
